Unit-based product evaluation: Part 1: Comparison of pulmonary artery and tympanic membrane temperature.
Although new products go through rigorous study before FDA approval, it is still important to evaluate the product for use with your nursing protocols and patient population. This author describes a product evaluation project conducted in the critical care units at her agency and gives advice on how to set up similar product evaluation studies in your setting.